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Abstract: This paper presents the results of using a commercial pulsimeter as an 
electrocardiogram (ECG) for wireless detection of cardiac alterations and stress levels for 
home control. For these purposes, signal processing techniques (Continuous Wavelet 
Transform (CWT) and J48) have been used, respectively. The designed algorithm analyses 
the ECG signal and is able to detect the heart rate (99.42%), arrhythmia (93.48%) and 
extrasystoles (99.29%). The detection of stress level is complemented with Skin 
Conductance Response (SCR), whose success is 94.02%. The heart rate variability does 
not show added value to the stress detection in this case. With this pulsimeter, it is possible 
to prevent and detect anomalies for a non-intrusive way associated to a telemedicine 
system. It is also possible to use it during physical activity due to the fact the CWT 
minimizes the motion artifacts. 

Keywords: ECG; arrhythmia; extrasystole; heart rate; SCR; CWT; stress; cardiac 
alterations; signal processing; J48 



1. Introduction 

In recent years, there has been an increase in the number of remote health monitoring applications 
due to the importance of detecting anomalies and illness or diseases [1]. These devices acquire the 
signals permanently, not only at the specialist's office, and they can detect anomalies which may not 
appear in an ordinary medical revision. 
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Remote monitoring systems are not only used to detect anomalies, but they are also used by chronic 
patients to control their constants while at home, without the need to be in hospital, thus improving the 
patients' quality of life [2,3]. In this case, the system could act by warning the specialist about any 
problem detected [4]. In [5] Kurl et al. show that the duration of the QRS complex is related to cardiac 
death, which indicates that it is necessary to record the electrocardiogram (ECG) regularly to avoid 
sudden cardiac death episodes. 

Within the field of monitoring, it is also important to detect the stress levels of a person because 
they can negatively affect health [6]. The described study uses a commercial ECG with the three 
following final objectives: 

• Remote monitoring: acquisition of different signals for their posterior treatment. 

• Detection of anomalies. 

• Detecting whether a person is stressed or not. 

For the third purpose, the different tests have been complemented with the Skin Conductance 
Response (SCR) in order to verify and compare the results. This study does not pretend to develop a 
system which differentiates objectively whether a person is stressed, but the intention is rather to find 
out whether is possible to control stress wearing only one commercial pulsimeter. The users' opinion 
has been taken into account in order to distinguish between stress and relax periods. 

The acquired device communicates via Bluetooth because this is the most widely used technology 
in commercial devices. However, there are healthcare applications that communicate via ZigBee, as 
seen in [7,8]. The communication between the developed SCR and the control centre is via ZigBee. 

As previously mentioned, one of the purposes of the final application is the detection of possible 
anomalies. For this study, the detection of extrasy stoles and arrhythmias was chosen due to the fact 
that two of the participants presented these anomalies. In this case, the signals to analyse have been given 
by the ECG and the method used to analyse them is the Continuous Wavelet Transform (CWT) [9]. 

Nowadays, stress is one of the most common diseases due to current lifestyles: it is the body's 
reaction to pressure situations. Excessive stress can increase the risk of contracting diseases [10], so it 
is important to control some emotional states to reduce stress levels. Through an application which 
detects whether a person is stressed in real-time, it is possible to help that person to control this 
emotion by either changing the user's environment or teaching different methods on how to reduce 
stress. In this case the method used to detect stress levels is a non-invasive system which analyses 
different physiological signals measured by the SCR and the pulsimeter (specifically, the heart rate). 
To detect the emotional state of the user, it is necessary to perform previous trials to classify the 
different answers. The trials selected are relatively short because the final application should establish 
a stress threshold in a short period of time. Two different tests have been done, which are better 
described in the Materials and Methods section: 

• Listening to annoying sounds: the user hears different sounds, which are supposed to be 
irritating. Each sound is separated by 15 seconds. 

• Stroop test: this test is based on the difficulty of identifying the color described by a word when 
it is written in a different color. This test has been used in different studies to induce stress in 
people [11,12]. 
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This study contains the following parts: first of all, the state of the art with different techniques and 
devices. Secondly it presents the different methods followed by the design and the results. Finally, it 
indicates the discussion and the different conclusions reached. 

2. State of the Art 

There exist numerous monitoring systems in order to record and analyse different biosignals 
remotely due to the advantages that they represent. In [13] the author explains different contents which 
are related to healthcare computing, including examples and the state of the art of different means of 
communication and the different devices used. 

In [14] a solution which integrates different devices via Bluetooth is described, providing a solution 
for the monitoring of patients who suffer Chronic Heart Failure (CHF). Another solution for recording 
different signals is to integrate different sensors in one device, which would make it more comfortable 
for the user. The prototype in [15] integrates ECG, skin temperature, accelerometer and an optional 
photo-plethismograph (PPG). Gil et al. [16] show a developed system that measures EEG, ECG, 
respiration and PPG via Bluetooth. 

Remote monitoring is also implemented in clothes, known as 'smart textiles'. In [17] a shirt which 
combines an ECG and an accelerometer is presented. The accelerometer notices if the user has made a 
movement that can interfere in the ECG measurements. Smart clothes are not only used for monitoring 
different parameters, they are also used to interact with the user depending on the acquired signals. 
This way, it is possible to use them with autistic children or elderly people who are not able to express 
their emotions [18]. There are other wearable systems which acquire more data such as [19]: they use 
one shirt which measures ECG, PPG, BP, temperature, GSR and HR. 

As said before, this study includes a stage which detects possible anomalies in the patient's ECG. 
In [20], Pandey and Mishra describe a method for detecting cardiac diseases from ECG. In the present 
study, the authors use QRS complex as a reference to analyse the ECG. There are numerous studies 
that indicate different methods and algorithms to detect it. In [21], Koheler et al. reviewed and 
compared different algorithms to detect the QRS complex. The ECG of the users can be affected by 
motion because the device will record the heart activity during the whole day. In [22], Benitez et al. 
describe an algorithm based on the Hilbert transform which differentiates the R wave, the T peak and 
the P wave with an average of 99.87% sensitivity while minimising the motion artefacts. The study 
described in [23] detects the QRS complex using the Support Vector Machine to remove baseline 
wander with 99.68% success. 

In [24], the authors implement a method based on a Wavelet Transform to analyse TWA in order to 
predict the vulnerability of ventricular arrhythmia. Alvarado et al. [25] propose a method based on the 
CWT with splines taking various scales into consideration to detect the QRS complex, obtaining an 
accuracy of 99.5%. 

Gautam and Kaur [26] use the wavelet transform to detect possible arrhythmias. They indicate 
T-wave end point identification is not necessary to evaluate T-wave abnormalities. 

The Continuous Wavelet Transform has been used in other studies which analyse physiological 
signals. In [27], the authors present a method based on CWT to identify EEG seizure activities in order 
to detect epileptic events. In the study described in [28], Minchev et al. use CWT to analyse the EEG 
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of different players, showing that the frequency bands change whether the user wins or loses. The 
study described in [29], analyses blood flow oscillations (BFO) to study their contribution to the skin 
vasodilatory response. 

This study combines the monitoring and analysis of ECG and GSR. In [30] Brawner and Goldberg 
describe an experiment whose objective is to provide teachers with the physiological answers (GSR 
and ECG) of their students in order to find out the reaction to different questions. 

The literature shows different methods and devices used in order to detect a person's stress levels. 
Initially, determining people's stress level was based in subjective questionnaires in which the person 
answered by giving their reactions to different situations. Nowadays by means of different sensors, it is 
possible to obtain objective answers in order to determine whether a person is stressed or not. 

In [31] Healey and Picard describe methods of detecting stress levels in drivers with an accuracy of 
90% by recording ECG, electromyogram (EMG), skin response and breathing rate (BR). In [32], 
Carter et al. study the relationship between muscle sympathetic nerve activity (MSNA), BP and HR. 
They also examine whether there are any differences between men and women. The heart rate 
variability (HRV) is acquired in [33] to detect stress parameters. The data were acquired from military 
personnel and the stressor factor was the training with the 9D5 Multi-place Underwater Egress Trainer. 
Jongyoon and Gutierrez-Osuna [34] propose removing the respiratory influences in HRV in order to 
obtain a better analysis. 

In [35], Santos et al. work with Fuzzy Logic to analyse the response of different physiological 
signals using hyperventilation and talk preparation to induce stress. In [36] a study where the authors 
use the Support Vector Machine (SVM) to build a personalized stress detector subjecting the users to 
different tests is described. A real time system that monitors stress is presented in [37], using the 
Dynamic Bayesian Network (DBN) to model the stress of the user. 

3. Materials and Methods 

3.1. Pulsimeter 

The BioHarness pulsimeter by Zephyr (city, country) was chosen because of the quantity of 
parameters the device is able to collect and because they provide the API for development. This 
pulsimeter has been used in other studies before [38]. The data needed by the application are within the 
following three frames: 

• Breathing Waveform Packet: shows the variation of the user's respiration. Each sample is 
separated in time by 56 ms. The frame is sent every 1.008 seconds. 

• ECG Waveform Packet: one of the functions of the pulsimeter is that of acting as a holter. This 
frame gives the data of the electrocardiogram. Each sample is separated by 4 ms and each 
frame is sent every 252 ms. 

• Summary Data Packet: transmits numerous data. In this case, it provides information about skin 
temperature. 

The resolution of the ECG is 0.013405 mV and the range is between 0 and 0.05 V. 
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3.2. SCR 

We have chosen to develop a device which is able to detect whether the skin resistance has varied. 
It does not directly measure the skin resistance, but another resistance is placed in series in order to 
measure the voltage. When a person is stressed, he sweats more and so there is an increment in the 
resistance of the skin. The different components of the device can be seen in [39]. Its A/D converter 
has a resolution of 0.573 mV and the maximum input voltage is 2.35 V. After comparing the real 
values measured after the voltage divider and the theoretic value, the error of each measurement is 
around 3.98%. The device uses a voltage divider, as it can be seen in Figure 1, to obtain the input 
tension Vo, which, after a low pass filter, is the input of the ADC. 

Figure 1. Voltage divider. 

► Vcc 
Rs 



-•Vo 



R2 



In this case, Rs is the skin resistance and R2 is a resistance of 890 kQ. The output voltage is 
obtained by: 

R2 

Vo=- — —Vcc (1) 
Rs+R2 v J 

The value of Vo is inversely proportional to the value of Rs, thus, the output voltage when the user 
is stressed is higher than if he is not. The range of the skin response is between 10 kQ and 10 MQ and 
the measured voltages will be between 0.136 V and 1.755 V (9.93 MQ). The sample frequency is 4 
Hz. There is no need to know the exact value of the users' resistance since the present study only 
compares the output voltage when the subjects are stressed or relaxed. The obtained values are 
different depending on the user, so there is not a threshold that sets the limit between stressed or relax 
for the whole people. For each user, the application takes samples when the person is relaxed and when 
the person is submitted to stress, as well as makes a comparison between these two signals. 

3.3. Matlab 



Matlab was used for the programming of the initial user interface and for the subsequent analysis of 
the signals. 

3.4. Eclipse 

This integrated development environment was used to connect the control centre with different 
devices. The algorithms of communication were developed in C/C++. 



Sensors 2013, 13 



6146 



3.5. Continuous Wavelet Transform (CWT) 

This was used in order to analyse the ECG. The formula of the CWT is: 

1 f 00 (t-b\ 

C{a,b) =— x(t>W }dt (2) 

VaJ_oo V a / 

a -> scale 
b shift 

ip -> mother wavelet 
x (t) -> original signal 

3.6. Weka 

This program was used in order to classify the samples of the SCR in the stress stage. The classifier 
used is J48. 

3.7. Trials 

Twelve users (seven men and five women) took part in this study. All the users were healthy, right 
handed and they work in the same department as the authors. User 2 presented arrhythmias in her ECG 
and user 5 presented extrasy stoles. The characteristics of each user can be seen in Table 1. 



Table 1. User descriptions. 





Age 


Sex 




Age 


Sex 


User 1 


25 


Male 


User 7 


25 


Male 


User 2 


26 


Female 


User 8 


23 


Male 


User 3 


24 


Female 


User 9 


23 


Female 


User 4 


26 


Male 


User 10 


24 


Male 


User 5 


27 


Female 


User 11 


30 


Male 


User 6 


25 


Female 


User 12 


35 


Male 



The different users were asked to clean their hands before doing the test and, after waiting for five 
minutes to adapt the electrodes to the skin, the different tests started. For both tests, the users sat in front 
of a computer, with the SCR placed in the left hand. The tests took place in their work place, separated 
from the rest of the workers and with natural light, trying to adequate the test to the daily situation of the 
users. The electrodes used are Kendall/Tyco Arbo with a diameter of 24 mm. 

Two different tests were carried out: 

(1) Annoying sounds: as it can be seen in Figure 2, the user does not listen to any sounds during 60 
seconds: after that, he listens to different sounds separated by 15 seconds, without listening to 
anything else again. At the end, the user stays another 60 seconds without listening to anything. 
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Figure 2. Sounds sequence. 



60 sec 


| 




■ 




1 


Sound 


■ 


15 sec 



I I ' 




(2) S troop test: the users have to select the correct option. There are three kinds of slides: 
• Stroop test 1: the user has to select the color that appears written. In Figure 3, the correct 



answer would be the green square 

Figure 3. Stroop test 1 . 



Green 



• Stroop test 2: the solution is a combination of colors and figures. In the case of Figure 4, the 
correct answer would be the first figure (red rhombus). 

Figure 4. Stroop test 2. 




• Stroop test 3: the user has to choose the text that describes the color of the main rectangle. For 
Figure 5, the answer would be the first option (green) 

Figure 5. Stroop test 3. 




| Red | | Yellow | 



Blue 



The sequence of the slides is described in Figure 6: 

Figure 6. Stroop sequence. 



60 sec 




13 Stroop 1 




7 Stroop 2 




6 Stroop 1 












60 sec 




5 Stroop 1 


H 





Five seconds before the test starts, the screen shows a countdown in order to verify that the user is 
paying attention. 
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4. System Design 



Figure 7 shows the three differentiated blocks into which the study is divided: monitoring, anomaly 
detection and stress detection 



Figure 7. General block diagram. 

Functions 



r 




C.-Stress detec 









4.1. Monitoring 

A far as monitoring is concerned, the application collects the different frames from the pulsimeter 
for the posterior monitoring in the interface, Figure 8. This part does not include any subsequent 
processing of the signal. 

Figure 8. Block A — Monitoring. 




The appearance of the user interface can be seen in Figure 9 and it contains the SCR signals, the 
ECG, the heart rate, skin temperature and breathing wave. 

Figure 9. User's interface. 



I IntaffazTodoPttu 



0 05 1 15 2 2 5 3 3 5 4 4 5 





Sensors 2013, 13 



6149 



One of the most interesting parameters of monitoring is the heart rate of the user. The Zephyr 
pulsimeter gives this parameter in one frame. Figure 10 shows that bytes 12 and 13 contain the heart 
rate value. 



Figure 10. General Data Packet. 



Byte/Bit 


7 | 6 | 5 | 4 | 3 | 2 | 1 | 0 


Field 


0 


STX 


STX 


1 


0x20 


Msg ID 


2 


53 


DLC 


3 


Sequence Number (0...255) 




4 


Timestamp - Year (LS Byte) 


5 


Timestamp - Year (MS Byte) 


6 


Timestamp - Month 


7 


Timestamp - Day 


8 


Timestamp - Milliseconds of day (LS Byte) 


9 




10 




11 


Timpstamfl- Milligarnnric nf Hov (J^IS Byte) 


12 


>^Reart Rate (0...240)-LS Byte^v. 


13 
14 


V^Heart Rate (0...240) - MS Byte^X 



4.2. Anomaly Detection 

This part is responsible for the detection of possible anomalies in the ECG; Figure 1 1 shows the 
general diagram: 



Figure 11. Block B — Anomaly detection. 




As mentioned in the previous subsection, the heart rate monitoring is obtained by the General Data 
Packet. Instead of using this information, in this second block, we chose to extract the heart rate from 
the ECG since it is possible to analyse anomalies and the heart rate with the same frame. 

To analyse the ECG, we used the Continuous Wavelet Transform in order to find the R wave. Once 
this peak is detected it is possible to obtain the QRST features, according to the time intervals in each 
wave [40]. Figure 12 shows the principal waves of an ECG. To find the R peak, we used windows of 
five seconds. 



Figure 12. ECG components. 

R 




Q S 
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Once the CWT is obtained, the coefficients are modified as Figure 13 indicates: 



Figure 13. Algorithm. 




The chosen wavelet is coef5 as it is the one which produced the best results, es After that, the signal 
is normalized and the algorithm looks for different peaks. If the peak is superior to 60% of the average, 
it is taken as an R wave. 

As one of the users (User 5) presents extrasystoles when she is relaxed, the algorithm was 
developed according to this anomaly. After doing some trials, it was established that there is one 
extrasy stole if the peak is between 30% and 60%. 

There can be cases in which the peak of the extrasy stole is higher than 60%, so there is another 
stage which separates an R peak from an extrasystole peak. This stage executes the following algorithm: 



User 2 presented arrhythmia, so this anomaly has also been considered. In order to detect them it 
has been established that if the RR interval is 30% over or less than the interval before, there is 
an arrhythmia: 



if [t(0 - t(i - 1)] • 2.2 < [t(i + 1) - t(£)] — > extrasystole 



Figure 14 shows the different actions of the application to detect extrasystoles. 



Figure 14. Algorithm for extrasystoles detection. 




t(i) - t(i - 1) > 1.3 • [t(i - 1) - t(i - 2)] 



or: 



t(i) - t(i - 1) • 1.3 < [t(i - 1) - t{i - 2)] 



For this purpose, an analysis of the variability, as shown in Figure 15, was performed: 
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Figure 15. Variability method. 
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Subsequently, an interpolation of variability through cubic Hermite interpolation was carried out as 
can be seen in Figure 16. 

Figure 16. User 2 heart rate variability. 
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It can be seen that there is arrhythmia between second 25 and second 26. 
4.3. Stress Detection 

The structure of the stress application is represented in Figure 17. 

Figure 17. Block C — stress detection. 
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5. Results 

5.1. Monitoring 

To extract the information of the ECG, we take the R wave as a reference [41]. The method 
used is the Continuous Wavelet Transform (CWT). After doing some trials with different kinds of 
wavelets, it was established that the wavelet coif5 is the best one for the application. Figure 18 shows 
the ECG of User 1 during 10 seconds and the comparison between the ECG and its CWT is 
represented in Figure 19. 

Figure 18. User 1 ECG. 
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Figure 19. User 1 ECG and CWT. 
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Figure 20. Detected peaks. 
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The pulsimeter shows clearly the QRS complex; so, after using the CWT algorithm, the R peaks 
can be well appreciated. In Figure 20, a mark has been added in order to find out whether the algorithm 
has detected the R wave correctly. 

The confusion matrix of the detection of the R wave for each user is represented in Tables 2-5. The 
well detected R peaks are considered as True Positives, whereas the classification of a peak that should 
not be R is considered as False Negative. 



Table 2. Confusion matrix for the R wave I. 



User 1 


User 2 


User 3 




P 


N 




P 


N 




P 


N 


T 


117 




T 


538 




T 


519 




F 


o 


32,901 


F 


o 


101,606 


F 


0 


101,625 



Table 3. Confusion matrix for the R wave II. 



User 4 


User 5 


User 6 




P 


N 




P 


N 




P 


N 


T 


217 


1 


T 


229 




T 


444 


0 


F 




53,458 


F 


10 


101,903 


F 


3 


101,697 


Table 4. Confusion matrix for the R wave III. 


User 7 


User 8 


User 9 




P 


N 




P 


N 




P 


N 


T 


523 


0 


T 


292 


0 


T 


245 


0 


F 


o 


101,621 


F 


0 


78,710 


F 


0 


44,800 



Table 5. Confusion matrix for the R wave IV. 



User 10 


User 11 


User 12 




P 


N 




P 


N 




P 


N 


T 


306 


• 


T 


551 




T 


327 




F 


0 


90,162 




0 


95,460 


F 




78,610 



By means of the confusion matrix, the sensitivity, the specificity and the precision were calculated 
in order to check the algorithm. The results for each user are shown in Tables 6 and 7. The average 
accuracy of the algorithm is 99.42%. 



Table 6. Statistics results I. 





User 1 


User 2 


User 3 


User 4 


User 5 


User 6 


Sensitivity 


0.9512 


1 


1 


0.9954 


0.9913 


1 


Specificity 


1 


1 


1 


1 


0.9999 


0.99997 


Precision 


0.9998 


1 


1 


0.99998 


0.9999 


0.99997 
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Table 7. Statistics results II. 





User 7 


User 8 


User 9 


User 10 


User 11 


User 12 


Sensitivity 


1 


1 


1 


1 


0.9982 


0.9939 


Specificity 


1 


1 


1 


1 


1 


1 


Precision 


1 


1 


1 


1 


0.99999 


0.99997 



The sensitivity is 95.12% in the worst case but the specificity of user 1 is 100%, with a precision of 
100%. For all the cases, the relation between the specificity and the sensitivity is very acceptable. 

5.2. Detection of Anomalies 

User 5 is the person who suffers extrasy stoles. The ECG which presents this anomaly can be seen in 
Figure 21, while Figure 22 contains her normal ECG. 

Figure 21. User 5 ECG with extrasy stoles. 




15 16 
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Figure 22. User 5 normal ECG. 
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A comparison between the two graphs indicates that the heart frequency is lower when the user 
presents extrasy stoles. In this case, for the same period of time (10 seconds), the heart frequency 
presenting extrasystoles is the half of a normal ECG. 

Below, Figure 23 shows the detection of the R wave and the extrasystoles by the algorithm. Four 
different tests were recorded, corresponding to four different days. The red points represent the peaks 
of the R wave, while the black circles represent the peak of the extrasystole. 
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The confusion matrix for this case is shown in Table 8 and the average in Table 9. 

Table 8. Confusion matrix for esxtrasy stoles detection for user 5. 



Test 1 


Test 2 


Test 3 


Test 4 




P 


N 




P 


N 




P 


N 




P 


N 


T 


189 


0 


T 


348 
0 


0 


T 


225 


8 


T 


362 


0 




o 


210 


F 


702 


F 


0 


236 


F 


0 


722 



Table 9. Statistic results for extrasystoles detection. 





Sensitivity 


Specificity 


Test 1 


100% 


100% 


Test 2 


100% 


100% 


Test 3 


96.57% 


100% 


Test 4 


100% 


100% 


Total 


99.29% 


100% 



Figure 24. Arrhythmias detected in User 2. 
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User 2 had arrhythmias in her ECG. The recordings were done in three different days. Figure 24 
shows the arrhythmias detected by a green rectangle. The graph shows that the time interval between 
pulses is longer when there is an arrhythmia. Confusion matrix and statistical results are in Tables 10 
and 11, respectively: 

Table 10. Confusion matrix for arrhythmia detection of user 2. 



Test 1 


Test 2 


Test 3 




P 


N 




P 


N 




P 


N 


T 


16 




T 


7 




T 


20 




F 


o 


517 


F 


0 


401 


F 


0 


318 



Table 11. Statistics results for arrhythmia detection. 





Sensitivity 


Specificity 


Test 1 


94.12% 


100% 


Test 2 


100% 


100% 


Test 3 


90.91% 


100% 


Total 


93.48% 


100% 



The average of the CWT for the R-R interval and the anomalies is shown in Figure 25. 



Figure 25. Success rate of the CWT. 
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5.3. Stress Detection 

The two trials explained before are used in order to induce a state similar to stress in the users, but 
some of the users have pointed that they have not felt a stressful sensation. After performing each trial, 
the results show that not all the users have been stressed or annoyed by the different tests. In order to 
point the classifier which signals should be considered as positive (stress) and which ones as negative 
(relax) the different users have been asked to indicate in which part they experienced any reaction. 

In the case of the S troop test, the criteria have been the following: 

• The samples while the users are doing the test are considered as positive 
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• The negative samples have been chosen depending whether the user has been more relaxed at 
the beginning (first 55 seconds) or at the end (last 60 seconds). 

The case of the user 12 was different due to the fact that he was not completely relaxed neither at 
the beginning nor at the end, so the range of the negative samples was between 15 and 55 seconds. 

The criterion to separate between positives and negatives in the Sounds test has been done 
according to the users' opinion. It has not been possible to separate them objectively because some of 
the users have not presented any reaction. Moreover, other users have reacted only in different parts of 
the test. 

5.3.1. SCR 

The confusion matrix of the SCR at the Stroop test can be seen in Tables 12 and 13. This test was 
done by five of the users and the results have been classified using J48 in Weka. The skin variability 
depends on each person, so the threshold is different for each user. 



Table 12. SCR confusion matrix for Stroop test I. 



User 4 


User 7 


User 8 




P 


N 




P 


N 




P 


N 


T 


221 


15 


T 


234 


2 


T 


134 


4 


F 




212 


F 


1 


231 


F 


18 


215 



Table 13. SCR confusion matrix for Stroop test II. 



User 9 


User 12 




P 


N 




P 


N 


T 


165 


1 


T 


235 




F 




216 


F 




155 



As said before, user 12 is a special case, so the corresponding number of samples is less than for the 
rest of the users. The classification averages can be seen in Table 14. 



Table 14. SCR average from Stroop test. 





User 4 


User 7 


User 8 


User 9 


User 12 


Correct 


96.44% 


99.34% 


94.07% 


95.72% 


98.98% 


Incorrect 


3.56% 


0.641% 


5.93% 


4.27% 


1.02% 


Error 


12.91% 


2.08% 


18.54% 


15.61% 


3.14% 


Success 


87.09% 


97.92% 


81.46% 


84.39% 


96.86% 



Figures 26 and 27 show the ROC curves for each user. Each graph represents the False Positives 
against the True Positives. The ROC curve shows the values of the sensitivity and the specificity in 
order to verify if the classifier presents points with high sensitivity and high specificity. The best result 
is the one that presents a coordinate on the top and on the left, because it means that the specificity and 
the sensitivity are 100%. 
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Figure 26. ROC curve of users 4 and 7 from the Stoop Test. 
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Figure 27. ROC curve of users 8, 9 and 12 from the Stoop Test. 
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User 8 is the one who has presented higher errors, so her graph shows that, to obtain 100% of 
sensitivity, the specificity decreases. However, the coordinate on the left and on the top shows that for 
a sensitivity of 100%, the specificity is 92.7%, so it is acceptable. In the case of user 9, to get a 
sensitivity of 100%, the specificity is 93.1%. 

Users 4 and 8 indicated that they were more relaxed at the beginning and users 7 and 9 indicated 
they were more relaxed at the end. As it has been said before, user 12 is a special case. 

The output voltages of the SCR for the Stroop test are shown in Figures 28 and 29. In them, there is 
an increment of the output voltage around second 60 due to the fact skin resistance decreases. User 7 is 
a special case because he did not encounter any difficulty in doing the Stroop test, so despite the fact 
that his skin resistance decreases at the beginning, then it starts to decrease until the end. 



Figure 28. Skin response of users 4 and 7 from Stoop Test. 

User 4 SCR User 7 SCR 




0 50 100 150 o 50 100 150 

Time(sec) Time(sec) 



The difference between being stressed or relaxed differs only in terms of millivolts, but the resolution 
of the converter is good enough to detect these stages. It is noteworthy that after 55-60 seconds, there 
is an increment of the output signal. 
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Figure 29. Skin response of users 8, 9 and 12 from Stoop Test. 



User 8 SCR User 9 SCR User 1 2 SCR 




Time(sec) Time(sec) Time(sec) 

Table 15 shows the average of the obtained values of the SCR, indicating the sex and the age of 
each user. 



Table 15. Mean values of the SCR from Stroop test. 





Age 


Sex 


Stress (V) 


Relax (V) 


User 4 


26 


Male 


0.7026 


0.6775 


User 7 


25 


Male 


1.3011 


1.2647 


User 8 


23 


Male 


0.8597 


0.8093 


User 9 


23 


Female 


1.2106 


1.1834 


User 12 


35 


Male 


1.0849 


1.055 



As regards listening to annoying sounds, not all the users reacted. This part was carried out by ten of 
the users. For three of them, the sounds were played at a low volume in order to know whether the skin 
reacts to all sounds or just to the annoying ones. These three users did not notice any significant 
difference when listening to different sounds. For the rest of them, the data were analysed with Weka 
and the J48 classifier. Tables 16-19 show the confusion matrix and the average of the classifier. 



Table 16. SCR confusion matrix for annoying sounds I. 



User 2 


User 3 


User 5 


User 6 




P 


N 




P 


N 




P 


N 




P 


N 


T 


33 


0 


T 


425 


7 


T 


707 


0 


T 


228 


3 


F 




683 


F 


4 


294 


F 


1 


319 


F 


6 


391 



Table 17. SCR confusion matrix for annoying sounds II. 



User 10 


User 11 


User 12 




P 


N 




P 


N 




P 


N 


T 


437 


0 


T 


715 


o 


T 


511 




F 




507 


F 




353 


F 




450 



The samples for training the classifier were separated taking the users' opinions into account. Only 
those sounds that caused a reaction were classified as 'stressful'. In Table 16, user 2 presents just 33 
True Positive samples; this indicates that she has only reacted to one of the different sounds. 
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Table 18. Average of annoying sounds I. 





User 2 


User 3 


User 5 


User 6 


Correct 


99.86% 


98.49% 


99.90% 


98.57% 


Incorrect 


0.14% 


1.51% 


0.10% 


1.43% 


Error 


1.57% 


4.31% 


0.23% 


4.60% 


Success 


98.43% 


95.69% 


99.77% 


95.40% 



Table 19. Average of annoying sounds II. 



User 10 



User 11 



User 12 



Correct 
Incorrect 
Error 
Success 



99.89% 
0.11% 
0.21% 
99.79% 



99.72% 
0.28% 
0.63% 
99.37% 



99.90% 
0.10% 
0.21% 
99.79% 



The ROC curves of the different users are shown in Figures 30-32. 

Figure 30. ROC curve of users 2 and 3 from Sounds Test. 
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Figure 31. ROC curve of users 5 and 6 from Sounds Test. 
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Figure 32. ROC curve of users 10, 11 and 12 from Sounds Test. 
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Figures 33-35 show the variation of the Skin Response of the different users at the time of listening 
annoying sounds: 

Figure 33. Skin response of users 2 and 3 from Sounds Test. 
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Figure 34. Skin response of users 5 and 6 from Sounds Test. 
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Figure 35. Skin response of users 10, 11 and 12 from Sounds Test. 



User 10 SCR User 11 SCR User 12 SCR 




time (sec) time (sec) time (sec) 

The sudden increment of the signal indicates the stage where that has happened. User 2 has only 
reacted to one of the sounds and then, her skin resistance has increased because she has been relaxed. 
User 6 shows high reaction to one of the sounds, which has conditioned her until the end of the test. 

It can be seen that the output voltage increases each time the users hear a sound and decreases after 
hearing it. The graphs of users 3 and 5 clearly show the peaks. As mentioned, three of the users have 
done the test with low volume, without presenting any change. Figure 36 shows their outputs. 
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Figure 36. Skin response for users 4, 7 and 8. The volume of the sounds has been less than 
for the rest of the users. 
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The skin resistance has been increased during the test, which means that they have been more 
relaxed. Only user 8 presents little reactions to the sounds, but they have not been considered as valid 
because they are not really significant. The table below, Table 20, shows the mean of the output 
voltage for the different users, indicating the age and the sex. 



Table 20. Mean values of the SCR from annoying sounds. 





Age 


Sex 


Stress (V) 


Relax (V) 


User 2 


26 


Female 


1.1370 


0.6312 


User 3 


24 


Female 


0.794 


0.6549 


User 5 


27 


Female 


1.2971 


1.232 


User 6 


25 


Female 


1.137 


0.9741 


User 10 


24 


Male 


1.3824 


1.3482 


User 11 


30 


Male 


1.2483 


1.1457 


User 12 


35 


Male 


1.1113 


1.0158 



Table 21 shows the average of the obtained results in the two trials and the total average of 
both of them. 

Table 21. Average by Test and total. 

Stroop Test Anoying sounds Total 
Average 89.74% 98.32% 94.02% 

5.3.2. Pulsimeter 

The ECG has not shown any significant differences between the state of stress and feeling relaxed 
in both tests, but only in one of them. The average and the deviation of the heart rate have been 
analysed in both cases. 

Stroop test: there is no difference in the averages of the R-R intervals between the users doing the 
test and when they feel in calm. On the other hand, the users presented a decrease in the deviation 
while they were carrying out the Stroop test, Table 22. 
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Table 22. Standard deviation of the heart rate in Stroop test. 





User 4 


User 7 


User 8 


User 9 


User 12 


Before test 
During test 
After test 


0.0697 
0.0527 
0.0502 


0.0831 
0.0268 
0.0308 


0.1473 
0.0413 
0.0585 


0.0429 
0.0310 
0.0551 


0.1015 
0.0789 
0.0720 



Despite the fact that the standard deviation is higher before and after doing the test (except for 
user 12), only one of the stages has been taken into account as a relaxed stage: before or after doing the 
test (depending on the users' opinion). Figures 37 and 38 show the heart rate variability of the different 
users while they were performing the Stroop test. The time between each R peak is represented by the 
y-axis, while x-axis represents the whole time of the test. 



Figure 37. Heart rate variability of User 4 from Stroop Test. 
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Figure 38. Heart rate variability of User 12 from Stroop Test. 
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Users 7 and 9 present a high peak in the heart variability: this means that there is an R-R peak 
which has not been detected. The annoying sounds test does not show any difference concerning the 
average and standard deviation. This could be because the length of the annoying sounds was short and 
the interval between the different sounds is not long enough. Figures 39—42 show the heart rate 
variability in the Sound test: 
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Figure 39. Heart rate variability of users 2 and 3 from Sounds Test. 
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Figure 40. Heart rate variability of users 5 and 6 from Sounds Test. 
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Figure 41. Heart rate variability of users 10 and 1 1 from Sounds Test. 
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Figure 42. Heart rate variability of User 12 from Sounds Test. 
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Those users who present higher heart rates contain more samples than the ones whose pulse number 
is lower. It can be appreciated by users 2 and 10 against user 5, who is the person with the lesser 
number of pulses per minute. The graph of user 11 has the same peak as users 7 and 9. Figures 41 and 
42 display a cross and a circle as the algorithm indicates that the previous algorithm has not detected 
an R peak. 

6. Discussion 

The ECG used has two principal functions: detection of anomalies and detection of stress wearing 
one only device. For the second function, a SCR was used to verify the results. The chosen device is a 
BioHarness pulsimeter, designed by Zephyr. The ECG signals have been obtained from 12 healthy 
workers of Deusto University. The sample group is integrated by five women and seven men aged 
between 23 and 35. In the case of the remote monitoring and detection of anomalies, the same 
algorithm with the same characteristics has been used. For the third point, stress level, the J48 
classifier has been used, but different thresholds have been applied for each one of the users due to the 
fact that the skin resistance presents different variability depending on the person. Hence, it does not 
matter the physical differences between one user and other: each classifier is designed for each user. 

The results obtained have a similar success than studies that used MIT-BIH Arrhythmia Database: 
96.65% in [42], 98.81% for T wave and ST segment detection in [43] and 99.64% in [44]. 

The analysis of the ECG shows the heart rate (detecting the R wave) and possible anomalies in 
addition to a decrement of the standard deviation of the heart rate variability in the Stroop test when 
the user is doing the test. On the contrary, it does not indicate any significant change when the user is 
relaxed or stressed in the Sounds test. For the analysis of the ECG, the Continuous Wavelet Transform 
(CWT) was used. This method is not influenced by the motion of the user so the analysis can be done 
when the user is practicing sport. In [25] the authors use CWT with a success of the 99.5%. 

The algorithm detects the R peaks with a success higher than the 99% and with a sensitivity of 
95.12% in the worst case. There are also users who have presented a sensitivity of 100%. The 
specificity is the 99.9%, so there is a low number of False Positives. 

This wave is then taken as reference to obtain the heart rate and the possible anomalies. The 
detection of the R wave is done using a frequency method, thus not being necessary to obtain training 
samples before, although the results applying machine learning are also over the 99% [23]. 

The detection of anomalies has also produced good results, with a sensitivity of 99.29% in the case 
of extrasystoles and 93.48% in arrhythmias. For both cases, the specificity is 100%. The same 
algorithm has been used for all the users and no extrasystole or arrhythmia has been detected in the rest 
of the users: only in 5 and 2, respectively. 

After the detection of the R wave and after verifying the correct classification, the next stage has 
been to find out whether the pulsimeter could detect stress emotion. The method is based on the heart 
rate variability, so the time between each peak is analysed. 

The results obtained by the Stroop test indicate that the standard deviation is less while the users are 
doing the test, but the Sounds test does not show any difference. The results obtained by the SCR are 
only used to verify whether the users have presented any reaction to the different tests and to find out 
in which stages they have presented significant differences. 
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In order to establish stress levels we have taken into consideration the personal opinion of the users 
because each one felt stressed in different parts of the trials: it has not been possible to establish a 
threshold with objective trials. However, the intention of this study is to verify whether it is possible to 
detect stress using only a commercial pulsimeter not to develop a system which is able to detect 
whether a person is stressed. Nevertheless, the two tests were developed as applications which could 
be executed at users' home to obtain objective results. 

The Skin Conductance Response produced results with a high average of success in those subjects 
that experienced any reaction to different tests. In all cases contained in the present study, the classifier 
establishes thresholds which are over 80%, 94.02% being the total average. However, the heart rate did 
not undergo any significant changes during the Sounds test. A diminution of the standard deviation 
was appreciated in the Stroop test. 

Since one of the final objectives is to develop an application which is able to establish the different 
stress levels of the users at home with the pulsimeter, the trials were short in terms of duration. This 
could be the reason why there are no differences between the averages of the heart rate at the stages 
where the user should be stressed listening to annoying sounds. 

7. Conclusions 

The algorithm developed detects the heart rate with and sensitivity of 99.42%, a sensitivity of 
95.12% in the worst case and a specificity of 99.9%. Extrasystoles have been detected with a 
sensitivity of 99.29% and a specificity of 100%. In the case of the arrhythmias, the sensitivity has 
been 93.48%. 

The base of the developed algorithm is the CWT, so this application enables the detection of ECG 
oddities in real time without being influenced the user's movements. The device used for the study of 
the ECG is a commercial device which can be worn by the users while they are playing sports. It is 
indeed very comfortable for those cases where it is necessary to study the reaction of the body in 
situations requiring effort. As the device communicates via Bluetooth, it would be possible to 
implement this algorithm in a mobile phone. 

Hence, the two first points of the study (remote monitoring and detection of anomalies) can be 
implemented with the Zephyr pulsimeter. 

Stress detection produced different results depending on the users because some of them have not 
experienced any reaction to the different trials. As far as the Stroop test is concerned, the standard 
deviation of the heart rate variability is lower when the users are doing the test than when they are not. 
The Sounds test does not show any significant difference. 

Comparing the SCR with the Heart Rate, it can be said that, with these trials, the skin presents 
wider differences between the stages where the user is supposed to be relaxed and when they are 
supposed to be stressed. Some stress stages which have been detected by the GSR have not been 
detected by the pulsimeter. 

Concerning the heart rate, the reason why there is not a significant difference could be because the 
different trials used to stress the users were short. The Stroop test has submitted the users to longer 
stress periods than the Sounds test. Furthermore Stroop test has presented differences with respect to 
the heart rate: the standard deviation in normal stages is higher than in stress stages. This could mean 
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that the heart needs more time to react than the skin resistance but, in long periods, the difference of 
the heart rate is appreciable. 

The next action lines of this study are: 

• Detection of more anomalies: this method allows analysis of the QRS complex in order to detect 
any other anomalies that may appear. By taking the R wave as a reference and studying different 
types of heart diseases, it would be possible to increase the number of anomalies the application 
is able to detect. 

• A longer test in order to distinguish the emotional state of the user: the two trials did not produce 
the expected results, which could be because there is not enough time between calm situations 
and stressing factors. The authors think that if longer intervals of calm were established, the 
results could be different. 
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